[Reliability of routine measurements of atmospheric air pollution using sulfur dioxide as an example].
On the basis of an external quality control of sulfur dioxide measurements in the atmospheric air (emission), the preparation of control material, its evaluation and a two-week durability of the material are presented. The results of the control test carried out in autumn 1994 is also discussed.